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1. INTRODUCTION 

1.1 Background. The application of laser techniques for remote sensing of chemical threat 

agents has been investigated for many years. The two most thoroughly examined methods, Differential 

Absorption Lidar (DIAL) and Differential Scattering Lidar (DISC),1 use the absorption and the 

scattering of transiting infrared (IR) beams to deduce information about an aerosol's concentration and 

composition. Both methods, however, suffer drawbacks--requiring some sort of reflector (DIAL) or 

detailed a priori knowledge of scattering properties for quantitative assay (DISC). Nonetheless, DIAL 

and DISC represent what are to date the most promising approaches as evidenced by both lab and field 

studies. Other remote sensing schemes have shown some success including Raman Scattering and 

visible/ultraviolet laser-induced fluorescence.2.3
•
4

•
5 

Among the least studied of laser techniques is another fluorescence method, one which operates 

in the IR. Originally considered for remote sensing of atmospheric carbon monoxide by Kildal and 

Byer,6 sensing via infrared fluorescence (IRF) hinges upon two phenomena observed where an IR laser 

beam crosses an air-vapor mixture: first, that energy is preferentially absorbed from the beam if the 

laser is tuned to a specific wavelength which resonately excites one of the vapor molecule's vibro

rotational transitions, and second, that some of the absorbed energy is reradiated at other IR 

wavelengths characteristic of the vapor. Remote sensing utilizing lRF would involve irradiating the 

target region with an appropriately tuned IR laser and then searching for correlated emissions induced 

at other IR wavelengths. 

In their pioneering paper, Kildal and Byer predicted laser-induced IR fluorescence's range 

sensitivity for short pulse excitation and compared it with the other laser techniques just mentioned. 

A related review paper by Robinson and Dake covers some of the research around this same time 

period and also suggests and investigates the possible use of lRF in remote sensing of organic 

atmospheric pollutants.' The paper reviews much of the worlc by its authors and their coworlcers on 

many organic compounds, with the most detailed attention centered on ethylene gas. In that case, using 

a slowly chopped C02 laser and wide IR bandpass filter/detectors, they were able to detect lRF 

emissions from mixtures containing a low percentage of the ethylene in 1 atm of nitrogen. These 

accomplishments notwithstanding, laser-induced lRF has found ~ts widest use to date as a technique 

in which pulsed C02 lasers are employed to investigate collisional lifetimes and inter/intra-molecular 

energy transfer of molecules. One of several reviews of the applications of IR.F has been given by 

Bailey and Cruickshank.11 In light of these studies, IR fluorescence's application to military problems 

seemed both tantalizing and challenging. Consequently, we undertook a simple modeling study of IR 

fluorescence's possible use in a remote sensing system for various military aerosols such as toxic threat 
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agents and vehicle exhausts. These calculations, although limited by available experimental data, 

indicate that systems of reasonable size could be built that would possess sufficient sensitivity to 

detect and quantitatively measure the concentration of dilute aerosols at useful (1-5 km) distances. 

During the course of our wo.X, we became aware of a similar ongoing theoretical study by Bernstein, 

et al., funded by the Army Chemical Research Development and Engineering Center (CRDEC). The 

resulting CRDEC repon also concluded that laser-induced IRF held promise as a remote sensing 

technique for two particularly imponant substances, G and V threat agents. 12 

Unfortunately, all the above modeling studies suffer a common shortcoming--the lifetimes for 

the key processes that these complex molecules undergo are derived from shon-pulsed ( <1 J,J.seC) laser

induced IRF measurements limited to the simple diatomic and triatomic molecules. These lifetimes 

were then extrapolated to more complex cases at hand by use of their respective IR absorption cross 

sections. No acrual quantitative IRF results on the higher molecular weight vapon;, especially chemical 

threat agents or their simulants, are available. The extrapolations indicate that nonradiative de-excitation 

pathways (in particular, collisions) are very numerous and possess rates that would compete strongly 

with the fluorescence processes, especially in dilute air-vapor mixtures. If the competition does indeed 

scale in this fashion, one may conclude that fluorescence would, in effect, be "quenched" to the extent 

that systems based upon it would not exhibit the sensitivity of other laser techniques like DIAL and 

DISC. It appean; that questions such as these have stymied beforehand any extension of IRF to 

sensing problems involving complex molecules. This pessimism is contradicted by the work of 

Robinson and his coworken; previously mentioned. Their results suggest that excitation by a slowly 

chopped or pulsed C02 laser may produce sufficient IRF for remote detection with sensitivity 

comparable to that of the other laser techniques. If these observations are borne out by funher 

investigation, it appem that other mechanisms are at wo.X which may have pivotal consequences in 

the further development and exploitation of laser-induced IRF. 

1.2 The Presem Proaram. It is the premise of this research that, given the lack of basic, 

quantitive data on the IRF properties of more complex molecules (especially for slow-chopped laser 

excitation) and the recent improvement in IR lasers/detectors/instrumentation, IRF should be investigated 

in more detail for possible use in military roles. Among such roles are the remote sensing of threat 

agents and the gathering of battlefield intelligence from vehicl~ exhausts. According] y, we initiated 

measurements of those key pararneten; imponant in empirically validating laser-induced IRF for remote 

detection. The potential payoff of detection via laser-induced IRF would be a means that is 

intrinsically less complex, smaller, more widely applicable, and operationally more flexible than other 

laser-based remote sensing schemes. 
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The following report is the first in a series that details the results of our IRF studies on 

compounds that are used to simulate target vapors of military interest. In this report, the spectral 

features of the fluorescing vapor will be presented in quantitative form--that is, in terms of the absolute 

amount of fluorescent energy given off over a given wavelength span under specified excitation 

conditions. It is the first time, to the best of our knowledge, that such photometric measurements of 

IRF have ever been reported Data will also be presented on the consequences of atmospheric 

quenching and on the effect of the duration of the illuminating laser beam. Taken together, these data 

provide insights into the physical processes and mechanisms that produce fluorescence and cause it to 

be curtailed. 

The second report is geared toward assessing the potential of fluorescence for exploitation. The 

ctata of the first report are supplemented with a detailed study of fluorescence's dependence upon both 

laser power and vapor partial pressure in the atmosphere. From this foundation, one can model the 

response of various possible IRF-based remote sensing systems for different ranges, target aerosol 

concentrations, and depths. The results indicate that the amount of IRF, even after the effects of 

dilution and quenching are factored in, is more than sufficient to justify continued interest in IRF and 

that sensing systems with ranges of hundreds of meters at least can be built with fairly modest, 

commercially available hardware. 

The last report in this series, reporting experiments that, at this writing, are only being 

assembled, will detail our attempts to verify the predictions in the field. It is expected that at the 

conclusion of this program a solid judgment can be made on the likelihood that a tactically useful IRF 

remote sensing system can be successfully developed. 

2. EXPERIMENTAL 

2.1 fluorescence Ap_paratus. A fluorescence spectral measurement apparatus (illustrated in 

Figure 1) was constructed to investigate laser-induced IRF of selected agent and exhaust simulant 

vapors. The device provides for several functions needed to carry out our evaluation including 

delivering a monochromatic (laser) beam to a target aerosol of known properties, defining geometrically 

the beam-target interaction region, and, finally, analyzing the fl~orescent IR output The exciting IR 

beam comes from a 5-W, grating-nmed (9.2 to 10.8 j.l.IIl), C02 waveguide laser that delivers a 1.5 mm 

diameter (at exit full-width to 1/e2 points) beam with an 8.8-mrad divergence. While traversing the 

60-cm distance from the laser output window to the chamber entrance window, the beam passes 

through a variable frequency optical chopper and, in some instances, an absorption chamber. The 

combination of these two assemblies allows one to modulate the beam with a selected frequency square 

3 



HEATER 
LASER CAPACITANCE 

~ 

/~~ 
GAS ABSORPTION CELL 

MONOCHROMATOR 
BEAM 

INFRARED DETECTOR 

Figure l. The IR fluorescence spectral measurement system. 



wave and adjust its intensity to any desired power level. A laser power meter head (not shown) can 

be interposed in the beam path prior to entering and exiting the chamber, allowing the laser output 

to be measured prior to and after its passage through the vapor. 

The beam-vapor interaction region lies within a 17-cm-diameter cylindrical, aluminum chamber 

that is fitted with ZnSe windows (antireflection coated for 10.6-Jl.IIl transmission) through which the 

laser beam enters and departs. This arrangement provides an 18-cm-long path through the vapor along 

a recess cut along a chord tangent to the chamber's circular interior wall. The same wall also includes 

ports for measuring vapor pressure with thermocouple gauges and capacitance manometers, introducing 

the simulant vapor, and for evacuating its contents via a mechanical vacuum pump to below 0.02 Torr. 

The vapor inlet pon connects to an independently heated injection cell that allows carefully metered 

quantities of simulant to be admitted to the main chamber through a variable-orifice valve. 

Temperature-controlled heater disks (attached on the top and bottom surfaces of the chamber) keep the 

simulants that are contained within vaporized (if needed) at temperatures up to 373°K. If vapors 

require the highest chamber temperatures (>333°K), then the capacitance manometer's special high

temperature sensing head may be heated in order to insure that no condensation of the simulant vapors 

affects its operation. Thermocouples attached to the main chamber, the injection cell, and the 

manometer head closely monitor all these critical temperatures. Even so, high-temperature operation 

with the less-volatile simulants introduces some uncertainty into the chamber pressure due to small 

(±3°K) temperature fluctuations in the chamber and capacitance manometer head. 

The task of spectrally observing the IRF leaving the interaction region was carried out with 

either of two means--a simple IR interference filter or an Oriel compact (1/8 meter, f(3.7) 

monochromator with a grating blazed at 8 Jl.IIl. The latter device has its axis directed at right angles 

to the beam path and viewed a precisely measured volume of the fluorescing region through a ZnSe 

window. The distance from the beam to the window is kept shon (12 mm) to minimize re-absorption 

of the fluorescence at higher pressures. In this configuration the IRF flux entered the monochomator 

through its adjustable entrance slit (0-3.2 mm) oriented parallel to the beam direction. The total 

separation from the laser beam path in the chamber through the window to the monochromator entrance 

slit was 3.75 em. 

The unfocused IRF flux emerging at the exit of the .monochromator illuminated a liquid 

nitrogen cooled, 1-mm square, HgCdTe IR detector (Judson Infrared Inc., Model 115-012). If the IR 

falls within the wavelength range of 4 to 14 Jl.IIl, the biased detector responds with a current. Its 

response peaks (at a wavelength Ap) in the 10- to 11-Jl.IIl region with a detectivity 0*(@10 kHz, ~ 

of 3.4 x 1010 cm-Hz1f2/W. The detector's associated AC coupled preamplifier provides both the bias 

and initial gain of 54 dB to the photocurrent over a frequency bandwidth of 5 Hz to 10 MHz. The 
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output signal next receives an additional 20-dB gain via an lthaco model 165 preamplifier, frequency 
preselection by a low-pass (4 kHz) filter, and lock-in amplification from a Ithaco 391A lock-in 

amplifier referenced to the chopping frequency. For the spectral scans, the voltage outputs both of the 
lock-in amplifier and monochromator's wavelength readout are digitized by Keithley 179A digital 
volnneters and sent over IEEE-488 interfaces to. a Tektronix 1164 (Digital Equipment Inc. PDP-11/34) 

computer for subsequent storage and processing. 

2.2 Calibration of System. The evaluation of IR fluorescence's usefulness in a remote sensing 

role requires a measurement of the fluorescent spectral radiance as a function of illuminating 

wavelength and power and other critical parameters. In order to get the quantitative results needed for 
this determination, various factors such as detector and monochromator spectral response, throughput, 
and the fluorescent gas pressure/geometry need to be determined and held fixed. 

The monochromator-detector combination was calibrated for the spectral response and 
throughput by coupling it to a SiC glowbar "gray-body" IR source mounted inside an Oriel model 7340 
illuminator. The source provides an IR flux with a known black-body-like (800°K to 1,200°K range) 

spectral irradiance curve focused onto the entrance slit of the monochromator. By measuring the 
output amplified detector signal, it then becomes a straight-forward matter to calculate corrections for 
the nonlinear spectral response of the monochromator-detector system. The overall layout of the 
calibration apparatus is shown in Figure 2. 

The first step in the calibration was determining the operating temperature of the glowbar IR 
source as the voltage applied to it was incrementally changed over a 10- to 14-volt range. At each 
step, the temperature was measured using a IRCON two-color, optical pyrometer (range 973°K to 
1,673°K). The resulting temperature versus applied voltage curve for the glowbar appears in Figure 3. 

The SiC resistor glowbar has an average emissivity of 0.88 in the IR (1 to 14 J.11D). 13 Under the 

operating conditions selected for the calibration (T = 1,073°K), it was possible to compute the value 
of the glowbar spectral radiance from data provided by its manufacturer.14 The glowbar was adjusted 
to the calibration temperature, and a concave mirror in the illuminator focused the emissions from its 
6.2 x 20 mm active region into a magnified image (1.8X) at the monochromator entrance slit A 
chopper, interposed between the illuminator and the monochromator, modulated the IR, which the 
compact monochromator spectrally analyzed and directed onto the HgCdTe detector. Scans of 

the glowbar's IR output between 4 and 14 J.UD were obtained using 0.6- and 0.3-mm slit widths and 

chopping at 200 Hz. The two slit widths provide approximate bandpasses of 0.061 and 0.03 J.UD, 
respectively. Figure 4 shows the 0.061-J.LID bandpass data for the 1,073~ gray-body glowbar source 
with the lock-in amplifier output in millivolts plotted against the monochromator wavelength in microns. 
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Combining the aforementioned values of the glowbar spectral irradiance with the known 

throughput of the various devices at 8 J.llll,14 it was then possible to calculate the spectral radiant 

power expected at 8 J.ll1l through both the entrance and exit slits of the monochromator for this 

illuminator-monochromator combination with 0.061-J.llll bandpass. Details of the method of calculation 
' 

are given in Appendix A. Its result allows us to relate, at these single values of wavelength and 

bandpass only, a measured lock-in amplifier output in millivolts with the corresponding spectral radiant 

power at the input slit of the monochromator. To extend this result to other wavelengths, we assume 

that the glowbar is a 1,073°K gray-body, and we can use Planck's law to describe its spectral 

distribution curve or: 

(1) 

where W8 is the radiant IR flux per unit area per unit wavelength at a specified wavelength (in 

microns) and absolute temperature T ('K). The spectral power incident on the front slit at 

any wavelength may then be ascertained by normalizing this unique curve to the value we have 

calculated at the 8-J.llll point. In the present case, these calculations are all carried out in a computer 

program--a program which calculates the Planck's law curve, normalizes it to the 8-J.llll point, compares 

the result to the "raw," digitized gray-body lock-in amplifier output data (Figure 4) at each wavelength. 

and produces a calculated correction factor function for wavelengths between 6 and 14 J.llll. The 

wavelength dependence of the correction factor is shown in Figure 5 displayed in arbitrary units. 

A second program has also been written to apply the above correction curve to any raw lock

in spectral data in order to correct it for instrumental response. When this program is exercised in a 

circular fashion on the raw data from the glowbar gray body shown in Figure 4, consistency demands 

that a Planck's law-type spectral power curve be produced, and, furthermore, that the curve derived 

from the data and one directly from Planck's law agree at all wavelengths. This can be confirmed 

by examining the value at 8 J.1Dl, the spectral power value used to normalize the curve. The 

reproduced spectral power curve appears in Figure 6 and has the desired value of 23 ~W/Jl.IIl (as 

calculated in Appendix A) at that wavelength. 

Further independent verifications of this calibration are also described in Appendix A; one is 

based on the responsivity of the HgCdTe detector provided by its manufacturer, another upon a separate 

measurement using an Oriel 7080 pyroelectric radiometer. All demonstrate that the method incorporated 

into the program can indeed convert values of the lock-in amplifier output voltage (in millivolts) to 

the corresponding spectral radiant power entering the slit of the monochromator P, in units of 

m i1li watts/microns. , 
9 



..-.. 
rn 

+-> 
•I'""! 

120 

~ 
~ . 100 
~ 
~ 
~ .._, 

80 
~ 
0 

•1'""'1 

+-> 60 ...... C,) ...... 
Cl) 
~ 
~ 

40 0 
u 
,....-4 

~ 20 
~ 

+-> 
C,) 
Cl) 

0 ~ 
[f). 6 7 8 9 10 1 1 12 13 14 

Wavelength (t-Lm) 

Figure 5. Spectral correction factor (arbitrary units) detennined from the raw data in Fi~re 4 and a 1.073°K gray-body (glowbar) calculated curve. 



...... 
N 

50 

.-., 

s 
~ 40 I 
~ 

\ Planck's Law Distribution 

: 30 ~ \ 1073 de g. K Gray- body 

Emissivity= 0.88 
Q) 

~ 
0 
~ 20 
~ 

~ 
~ 

....,..; 
CJ 10 
Q) 

~ 
if1 

0 
6 7 8 9 10 11 12 13 14 

Wavelength {~-Lm) 

Figure 6. Power spectrum of IR emissions from the glowbar passing through the monochromator entrance 
slit from 6 to 14 IJJil. Data are corrected from monochromator-detector response factors. 



One fmal factor must be taken into account--the geometry of the fluorescing volume in front 

of the entrance slit of the monochromator. This is calculated in Appendix B for the present case, 

specifically a laser beam whose diameter at the segment in front of the monochromator has expanded 

to 5 mm. In our apparatus, the entire column of vapor lying in the beam's path with the chamber 

fluoresces. However, the apparatus only detects emission from volume of the segment seen by the 

monochromator as defined by the slit aperture and the speed of the monochromator imaging mirror 

(f/3.7). The fluorescing column of vapor's intersection with the cone of view of the monochromator 

and the distance from the gas to the entrance slit (see Figure I, Appendix B) together determine that 

factor needed to conven spectral power at the entrance slit P. to the volume spectral radiance of the 

fluorescing vapor column in milliwatts/(microns - steradian - cubic centimeters), i.e., 

2789 
9{A. = d(mm) · P. · (2) 

This second correction factor was also incorporated into the computer program and produced the 

corrected spectral fluorescence data presented in this repon. These spectra constitute one of the critical 

factors in determining the feasibility of using IRF for remote sensing. 

3. PROCEDURES AND PERFORMANCE 

3.1 Genera}. The basic data elements obtained in this effon were the spectra of IR 

fluorescence emissions coming from gases of known composition and partial pressure, illuminated by 

a laser beam having known size, power, and wavelength. The calibration procedure just described was 

used to put the emissions detected on a quantitative footing. 

3.2 Operating Procedures. At the stan of each spectral data-taking session, approximately 

10 cm3 of simulant liquid was introduced to the small injection cell. The temperature controllers were 

turned on, and both the injection cell and IRF chamber were allowed to come to equilibrium at the 

temperature chosen to keep the simulant vaporized. Typical chamber temperature set point values were 

323'1( - 333°K for Freon and methyl alcohol, and 353'1( - 363'1( for DMMP. Ethylene, a gas at 

standard temperature and pressure (STP), was introduced directly into the IRF chamber, and 

measurements were performed at room temperature. During the .chamber warm-up, the laser was also 

tuned to the desired excitation wavelength and allowed to stabilize. 

13 



A mechanical vacuum pump was used to evacuate the IRF chamber to a pressure below 

20 mTorr. Laser beam power was measured before and after traversing the 18-cm path within the 

chamber in order check the alignment and other factors affecting its intensity (window transparency, 

etc.). A small amount of simulant vapor was thereupon introduced into the main chamber to purge 

the connecting lines of any air present, and the chamber was repumped down. While carefully 

monitoring the chamber pressure with a capacitance manometer, the desired amount of simulant vapor 

was added to the main chamber (typical amounts fell in the 1- to 100-Torr range). The vapor's 

presence reduced the transmitted beam power, as measured with the power meter located behind the 

exit window of the chamber. Large pressures of simulants could completely absorb the laser power 

when the laser was operating at a wavelength where the vapor exhibits large absorption. A quantitative 

comparison of the beam power before and after the admission of the gas allows one to estimate the 

simulant vapor's absorption coefficient at the laser wavelength. From that comparison, one may infer 

the beam energy absorbed not only over the entire path in the chamber but also over that portion of 

the path within the monochromator's field of view. 

Having determined the vapor's absorption of the laser output, the monochromator was adjusted 

to a wavelength away from the laser's where the fluorescence was most intense, and the lock

amplifier's sensitivity, phase, and time constants were optimized for best output. The monochromator 

was then set to a wavelength below the desired starting wavelength, and its wavelength scanning motor 

was started. The 1134 computer, running a spectral digitizing program, began recording IRF data when 

the desired starting wavelength was reached. The IRF data (the voltage output from the lock-in 

amplifier and the corresponding monochromator wavelength) were logged each time a programmed 

wavelength interval (usually 0.02 J.l.IIl) elapsed until the ending wavelength of the spectral scan was 

reached. The computer finally plotted out this raw spectral data and stored it on a magnetic disk for 

later correction. 

In the course of this study, numerous spectra were acquired, systematically spanning several 

different values of laser wavelengths and laser powers over a wide range of vapor pressures--all for 

the purpose of detecting interesting, exploitable trends and phenomena. The specific spectra presented 

below, unless otherwise noted, were recorded at those vapor pressures where the greatest fluorescence 

output took place. In most cases, the monochromator slits we~ set wide open (3.2 mm) which gave 

a 0.32-J.l.IIl bandpass. Data taken at smaller slit widths did reveal some fmer structure present in the 

fluorescence spectra that correlated with details present in the absorption spectra of the simulants. 

For remote sensing use, however, the general character of the broad spectral features and their relative 

intensities are of greater interest. 

14 



The somewhat broad monochromator resolution utilized in obtaining the IRF spectra presented 

in this repon is demonstrated in Figure 7. 1bis figure contains two spectral scans taken with no gas 

present in the chamber and with the laser operating at the two wavelengths used to produce IRF. The 

flux detected in this case is pure, scattered laser light (monochromatic ffi), and the apparent width of 

this peak is almost completely due to instrumental effects of the fairly wide bandpass (0.32 J.Un). It 

should also be noted that the signal processing/detection method used in this experiment, lock-in 

amplification, discriminates against scattered laser light. We fmd that fluorescence waveforms do not 

resemble those of the incident beam (a chopped squarewave), while scattered laser light does. The 

waveforms in Figure 8 illustrate such behavior; the first represents the incident waveform 

(unsymmetrically chopped laser); the next four are IRF waveforms taken under a variety of conditions. 

Note the apparent integration of these signals resulting from very slow (msec) rise and decay times. 

This results in a phase shift between the exciting laser and the IRF waveforms. The origin of the 

signal integration provides a clue to the nature of the fluorescence process and will be discussed in 

Section 5. The phase-sensitive nature of the lock-in amplifier limits the scattered/reflected signals 

presence in the measured spectra, leaving, at worst, a readily identified artifact. 

The 1-Torr pure vapor data shows the signature of another important effect--saturation. 

Saturation takes place when the laser beam apparently depletes the population of vapor molecules in 

cenain states essential to the absorption (and, therefore, fluorescence) process. As a result, longer 

laser illumination time cannot increase the number of excited molecules contributing to the fluorescent 

output. 1bis behavior occurs under conditions of small vapor pressures and very slow chopping rates 

(that is, long laser illumination periods). Other observations and discussions of these phenomena will 

be made in Sections 4.6 and 5. 

4. IR FLUORESCENCE SPECfRA 

4.1 Freon (Freon 113. C£1~. As a staning point in studying the fluorescence spectrum of 

a vapor, one should consider what is essentially its inverse, the absorption spectrum. One such m 
absorption spectrum, for Freon smear,1s is shown in Figure 9. Several peaks in the 5- to 15-J.Ull 

wavelength range are evident. Compare this to the IRF spectrum of Freon shown in Figure 10, which 

was acquired when the methods above were applied to 30 T~rr of Freon excited with a laser at 

10.76 J.Ull. It can be seen that the IRF spectrum mimics the m absorption spectrum, indicating that 

the absorbed laser power has been redistributed among the various vibro-rotational modes of the Freon 

molecule. Note also that absorption and fluorescence peaks depicted in Figures 9 and 10 respectively 

occur at identical wavelengths (8.5, 9.1, 9.6, 11.3, and 12.3 J.llll). The similarities become even more 

striking when the raw fluorescence data are corrected for spectral response via the computer program 

15 
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described in Section 2.2. Results of these corrections are shown in Figure 11. In the corrected case, 

the peak heights as well as the peak locations correspond closely to those in the absorption spectrum. 

When 7 Torr of Freon vapor was excited by 9.62-J.Ull laser light, the corrected IRF spectrum 
' displayed in Figure 12 was obtained. At this excitation wavelength and vapor pressure, the larger 

absorption coefficient of Freon greatly reduces the amount of scattered laser radiation. Titis results 

in the disappearance of the out-of-phase signal component responsible for the "spikes" occurring at the 

exciting wavelengths in the spectra shown in Figures 10 and 11. Figure 13 is an IRF spectrum taken 

under the same conditions as Figure 12 except that the slits were narrowed to give a 0.12-J.llll bandpass. 

The three fluorescence peaks between 8 and 10 J.1lll have narrowed, but not to the extent that the 

"doublet" 8.5-J.Ull peak (see Figure 9) is resolved. Note, however, that while the longer wavelength 

pea¥.s narrowed, the peaks at 11.3 and 12.3 J.1lll have remained approximately the same width. Titis 

can be attributed to the nature of the spectral regions in question. Looking at the absorption spectrum 

(see Figure 9), the 8- to 10-J.llll region contains several narrow peaks whose width is considerably less 

than the monochromator bandpass. The apparent widths of these peaks in the IRF spectrum are a 

result of the instrumental resolution. The 10- to 12-J.llll region of the absorption spectrum shows one 

intrinsically broad absorption peak whose width is already close to or larger than the monochromator 

bandpass. If the IRF peaks follow the absorption data, this peak can never be narrowed by improving 

the monochromator's resolution. A program which integrates areas under the spectral radiance curves 

;;; was run for the 8- to 10.5-J.llll region of both the wide and narrowed bandpass (0.32 and 0.12 J.llll) IRF 

plots of Figures 12 and 13. The resultant IRF radiance (milliwatts/steradian- cubic centimeters) values 

from each curve agree within two percent Titis result indicates that data taken at the wide open slit 

settings will be sufficient for use in the modeling of the IRF-based remote sensing instrument. 

4.2 DMW (pjmetbyl-Methyl-Phosphonate. CCH&b PO CHJ. The chemical DMMP (a 

flame retardant chemical additive) has an IR absorption spectrum very similar to the G and V agents 

and is one of the standard simulants used by investigators who are concerned with chemical agent 

detection. The IR transmittance versus wavelength spectrum for DMMP is shown in Figure 14.16 

Absorption peaks occur at 7.9 (double), 9.6, 11, and 12.4 J.llll. Figure 15 depicts a corrected IRF 

spectrum for 13 Torr DMMP excited with 10.76 J.LID laser light. A correspondence between the peaks 

in the absorption and fluorescence spectra in DMMP is again seen with the 7.9-J.Un double peak being 

unresolved at this bandpass. 
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Figure 16 shows a corrected IRF spectrum obtained for a much lower simulant pressure, 3 Torr 

of DMMP. For this case, the vapor was illuminated with a 9.62-J.Ull beam chopped at 40 Hz. Note, 

in this case, the signal from IRF transitions near the laser line (corresponding to the large absorption 

peak) are ·very large and are greater than the full-scale response of the lock-in amplifier. 

4.3 Ethylene . Ethylene, a gas with an IRF spectrum typical of many substances found in 

internal combustion engine exhausts, has been studied previously by Robinson, et a1.17
'
18 In the latter 

study the investigators used a 30-W cw C02 laser operating at 10.6 J.liil and chopped at 10 Hz to 

illuminate the ethylene gas. The emitted fluorescence was sensed with a modified Beckman model 

IR-10 spectrometer that was equipped with a thermocouple detector. In the present work, we repon 

measurements of ethylene's IRF spectra, which, because the apparatus possesses an improved 

collection/detection efficiency and has been calibrated against a source of known radiance, feature not 

only signal-to-noise ratios higher than prior work but also quantitative spectral radiances. The general 

features of the spectra, however, are in good agreement with those of Robinson and his colleagues. 

The results obtained when 100 Torr of ethylene at room temperature (283'X) was excited by 

a 2.65-W, 10.6-J.Im beam chopped at 10Hz are illustrated in Figure 17. A peak at 7 J.1m and a broad 

peak centered at 10.5 J.liil appear. Uncorrected spectral scans from 4 to 14 J.1m reveal a third 

fluorescence peak centered at 5.3 J.LIIl. 

4.4 Methyl Alcohol. Methanol is another previously studied, easily vaporized liquid whose 

IRF spectra were obtained. The methanol absorption spectrum exhibits two broad peaks, one at 7 J.liil 

and a larger peak centered at 9.8 J.LIIl. 1be corrected fluorescence spectrum for 103 Torr methanol 

excited at 10.27 J.liil is shown in Rgure 18. As in the case of ethylene, Robinson and Katayama have 

also acquired low, signal-to-noise ratio IRF spectra of methyl alcohol. 11 The present work agrees well 

with that of our predecessors and shows a strong correlation with the IR absorption spectrum of this 

chemical. 

Having surveyed the IRF spectra in the preceding cases and those previously measured by 

Robinson and his coworkers (which, taken together, are considered to represent the typical chemical 

compositions/structures of potential military target aerosols),' we decided to concentrate our further 

studies on two materials, Freon and DMMP. The selection of these two agent simulants was based 

upon two primarily practical considerations. First. both are pure, nonflammable substances with a 

relatively clean chemistry that renders their fluorescence properties more suitable for modeling and 

field testing. Second, we noted that the concentrations of interest in threat agent sensing are generally 

lower than those required for exhaust detection. A system w;uch can be built for attacking the agent 
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problem would also cenainly satisfy many requirements in the exhaust, environmental and process 

control arenas. 

Accordingly, the remaining portions of this report and the subsequent report on the modeling of,remote 

sensing schemes will concentrate on Freon and DMMP. 

4.5 Spectra at Aunospheric Pressure. The ultimate factor which will determine if IRF 

has potential for the remote sensing of agents and exhausts is whether or not enough fluorescence is 

induced to render the vapor detectable, especially when dispersed in the atmosphere. We, therefore, 

acquired spectra of Freon-air and DMMP-air mixtures in order to quantitatively assess the amount of 

fluorescence surviving atmospheric quenching and to determine if any other properties of their IRF 

signals differed from those found with the pure vapors. 

Figure 19 shows the typical effect of quenching. TheIR fluorescence it depicts (dashed curve) 

comes from a Freon-air mixture at one abn. The partial pressure of Freon in the mixture is 30 torr, 

and the illuminating laser was tuned to 10.76 J.UD. Note that except for the addition of the air, the 

conditions prevailing in Figure 19 are the same as those in Figures 10 and 11. A comparison of the 

respective 8.6-J.UD peak heights indicates that approximately 8.7 percent of the fluorescence signal 

remains after the addition of air. This percentage is a significantly more residual signal than expected 

,. from extrapolations based upon the vibrational and fluorescence lifetimes of molecules like C06
• It is 

similar to results for 35 Torr ethylene in air obtained by Robinson and Dak.e,7 who observed that 14 

percent of the fluorescence signal between wavelengths of 7 and 14 J.Uil (for 10.6-IJ.Ill illumination) 

survived after the addition of air to one atm. Our interpretation of this promising result will be 

offered in the next section. 

A similar effect is observed in DMMP. The spectrum for 13 Torr DMMP, taken under the 

same conditions as those in Figure 14 except for the addition of air to one atm., is shown in Figure 20. 

In this case, a comparison of the 9.6-J.UD peak heights indicates approximately 9.5 percent of the 

fluorescence is still present after the addition of air--again, significant IRF stays unquenched for the 

excitation wavelength of 10.76 J.Uil for the DMMP vapor-air mixture. Vapor-air mixtures of either 

Freon or DMMP when excited with 9.6-J.UD laser light were found to exhibit larger quenching of the 

IR fluorescence signal. In these cases, good signal-to-noise ratio spectra were more difficult to obtain. 

4.6 Chopping Period Versus Fluorescence Outwt A systematic srudy of the effect of 

independently varying each of the several experimental parameters governing fluorescence turned up 

one particularly notable and revealing phenomena. This cam; when the simulant vapor pressure, laser 
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Figure 19. Thupectral radiance of a mixture of 30 Torr Freon plus air added to 1 atm (@shed curve - right vertical scale). 
The data were taken under the same conditions as Figures 10. II and arc compared to that for a pure Freon vapor at 30 
Torr (solid curve - left vertical scale). 
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wavelength/power and fluorescent wavelength were all held fixed and the chopping frequency was 

altered. The IRF signal intensity was found to vary linearly with the illumination period (!/chopping 

frequency) for all but the lowest pressures (< 5 Torr) of simulant vapor. When the simulant pressure 
was small, some saturation of the signal was observed for large values of chopping period, causing the 

' signal intensity to begin to flatten towards some maximum value. 

Two figures illustrate these effects. Figure 21 plots the raw fluorescence intensity monitored 

at 8 J.liil versus chopping period for 10 Torr of Freon excited at a wavelength of 9.63 J.Uil. A linear 

relationship is observed out to 100 msec. Conversely, for lower pressures of Freon vapor (1 Torr-

see Figure 22), saturation has caused the fluorescence signal to exhibit nonlinear behavior at larger 
values of chopping period (> 20 msec). In both measurements, the grating monochromator was 

replaced with an IR interference filter whose passband was 7.5-8.5 J.Uil. Figure 23 shows similar 

saturation at the longer chopping periods takes place at other exciting wavelengths. It shows the raw, 

8-J.Uil wavelength IRF signal coming from 1 Torr of Freon when excited at 10.76 J.Uil. However, we 

found that if air was added to these small quantities of vapor until the mixture reached annospheric 
pressure, the IRF signal remained unsaturated even out to 200 msec chopping periods (the bandwidth 

limit of our amplifiers). 1be absence of saturation also may be seen in the data of Figure 24. Here 

the IRF iruensity versus chopping period is plotted for 1 Torr of Freon excited at 10.76 J.UI1 just as in 

Figure 23, but· this time air was added to produce one atm total pressure. 

Similar behavior was observed in the IRF signal intensity from a mixture of air and another 
vapor, DMMP (14 Torr DMMP plus air to one ann mixture). In this case, fluorescence was detected 

at 9.5 J.UI1 (0.32-J.Uil bandpass) as seen in Figure 25, where its intensity is plotted as a function of the 
chopping period. 1be laser excitation wavelength was 10.76 JUD, and the power into the chamber was 

1.75 W. Here, as well, a linear increase of the fluorescence signal is observed out to long (100 msec), 

laser-chopping periods with no evidence of saturation appearing in the period dependance. Assuming 

that the same linear time/fluorescence intensity behavior observed in the IRF signals emanating from 
the vapor-air mixtures studied here is widespread, the modeling of the performance of remote sensing 
systems operating at different laser pulse-chopping rates will be simplified. 

5. DISCUSSION OF RESULTS AND CONO..USIONS 

As a starting point, it is instructive to compare the absorption spectra of the complex molecules 
studied here (Figure 9, 14) with the well-kmwn absorption features of simpler polyatomic molecules 
(CO, C02, for example).6 None of the regularly spaced, easily distinguished, vibro-rotational 

fine structure evident in the latter is observed. This CJD be attributed to the reduced vibro-rotational 
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Figure 21. Auorescence intensity throu~ 8 WU filter (1 WU bandpass> versus laser cboppin~ period for 1 Torr Freon 

vapor excited at 9.63 1J.U1 and 1.28 W of laser powet Chamber temperature was 326°K. 
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Figure 23. fluorescence intensity through 8 LLm fitter (1 Ltm bandpass) versus laser chopping period for 1 Torr Freon 
illuminated at 10.76 urn with 1.7 W laser power. QJamber temperature was 328°K. 
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line spacing characteristic of large molecules, and the random line positioning that results from their 

overall sttucwral asymmetry. Together, these effects cause the individual lines to coalesce to an extent 

that they are rarely resolved. No fine strucwre has been observed in G and V agents vapor IR 

absorption spectra even at low pressures and high instrumental resolutions. 16 

Examining the actual feawres in the present IRF data, one notices that they seem to reflect 

overall structural similarity with the absorption results. From this similarity, we infer that if a vapor 

is excited at one of its resonant absorption lines, the energy acquired by the molecule is rapidly 

redistributed among the other vibro-rotational modes of the molecule via intramolecular (mode-mixing) 

means. Almost immediately collisional processes redistribute the energy to other vapor molecules and, 

if the target is a mixture, to the surrounding air. Molecules in this locally heated region manifest their 

excess energy in several ways--energy transfer to the surrounding aerosol, nonradiative redistribution 

to other vibro-rotational modes, and IR radiation. The last process produces the fluorescence emission 

upon which this work is based. The principle of detailed balance leads one to expect that radiation 

will take place at favored IR transition wavelengths--in other words, at the same wavelengths at which 

resonant absorption occurs. The end result is that the IRF spectra should mimic the IR absorption 

spectra of the participating molecules--precisely the situation found by Robinson, his co-workers, and 

by us. On a practical note, this behavior is very important, for it means that the wavelength 

dependence of fluorescent emission can be used as a fingerprint for identification in remote sensing, 

and, furthermore, that fingerprint should be very similar to the often-catalogued absorption spectra. 

Other conclusions about the nature of the fluorescence process can be derived from looking at 

the IRF signal waveform and the chop frequency versus IRF signal data. Our observation of the IRF 

signal's wavefonn shows slow rise and decay times (> 1 msec) for slowly chopped (< 1kHz) laser 

excitation. This observation suggests that the fluorescence is strongly tied to the bulk heating of the 

vapor or vapor-air mixwre along the beam path. Such results were predicted and observed by Bailey 

and Cruickshank. 11 The conclusions as to their nature are strongly reinforced by the linear dependance 

of the IRF intensity with laser illumination period. To understand the origin of this relationship, one 

should consider a chopped laser beam that is heating an absorbing vapor. If the vapor takes a time 

period much longer than the chop pulse width to reach thermal equilibrium, the vapor temperature will 

increase during the illumination ponion of the waveform and deo:ease during the nonilluminated portion 

as each pulse is received. The temperature rise will exceed the fall until the vapor-air mixture reaches 

a temperature gradient with the surrounding gas sufficient to cause the conduction and radiation losses 

during the entire pulse period to equal that coming in during illumination. Because the gas in the laser 

beam column is brought to a temperawre higher than the surrounding gas, it will emit IR in a near

continuous fashion. This DC emission will not be directly observed in our apparaws because our 
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detection electronics are AC coupled. However, during each chop cycle the laser beam will modulate 

the column temperature slightly; it will rise during illumination and will cool during the portion in 

which the beam is blanked off. The extent of this temperature excursion depends on the length of time 

the target is illuminated during each cycle and the length of time it has to cool--that is, the illumination 

period. If the period is long, the gas will have a chance to warm considerably before the beam is 

chopped off and, conversely, to cool extensively before it comes back on. Given that the amount of 

IRF is proportional to the number of excited molecules, which, in tum, can be related to the vapor's 

temperature, it is not surprising that the size of the signal produced by an AC coupled detector will 

appear to grow as the period is lengthened. 

Further support of the picture of a fluorescence process dominated by thermalizing is the fact 

L'"tat vapor-air mixtures are not quenched to the extent expected by fluorescence and vibrational lifetime 

estimates that come out of short-pulsed laser work. Under this type of illumination and with 

vibrational radiative lifetimes in the msec range, the much faster (J.Lsec) collisional processes in an air

vapor mixture will quickly quench the fluorescence from the excited molecules. The behavior 

witnessed in the present studies indicates thennal conduction and diffusion are governing fluorescent 

emission and decay by constantly repopulating excited states. The fluorescence lifetimes observed with 

short-pulse laser excitation clearly are inappropriate descriptors of this regime. 

The disappearance of slow chop rate saturation effects when low pressure simulants undergo 

the addition of air is due to both the increased collisional de-excitation and increased thermal 

conduction to the surroundings (chamber walls, etc.) at one attn pressure. The fluorescent output is 

obviously decreased, but quenching leaves plenty of simulant molecules in states that the long period 

of laser illumination will be able to re-excite. The result is nonsaturated IRF signals from these vapor

air mixtures and linear behavior for even long laser illumination periods. 

The finding that the IRF signal intensity depends linearly on the laser illumination period 

suggests that slowly chopped/pulsed laser excitation may provide sufficient sensitivity for remote 

sensing using IRF emissions. Although this practically eliminates attaining range resolution from timing 

the returned signals, other techniques such as triangulation using two separate detectors could 

compensate for this shortcoming. IRF seems to offer other substantial advantages. A remote sensing 

system based on fluorescence requires only one C02 laser, whose intensity need not be known precisely 

(unlike DIAL/DISC, wherein two lasers, each at different wavelengths, not only require careful output 

monitoring, but also retuning for each different substance measured). Beyond being much simpler to 

design/operate and independent of the reflective albedo of background scenery, the present means has 

another decided advantage--specifically, the detected fluorescence signals themselves contain the 
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information needed to identify a threat agent or an active battlefield vehicle. Simple circular, variable 

filters or high throughput interferometers would be able to scan for and identify these substances at 

wavelengths differing from that of the laser's, thus minimizing effects of airborne dust and aerosols, 

which can affect other laser remote sensing techniques. 

Results indicate that further work to obtain the data needed for modeling IRF remote sensing 

is warranted. Such studies are, in fact, currently underway. 
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APPENDIX A: 

CALIBRATION OF THE MONOCHROMATOR-DETECTOR RESPONSE AT 8 J.llll. 
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The following calculation determines both the spectral power at a wavelength of 8 lllD that 

the glowbar deposits on the monochromator entrance slit and the fraction of this flux which eventually 

passes through the monochromator to the HgCdTe detector at the exit slit. The optical layout of the 

glowbar and monochromator is shown in Figure 2. The numerical values of those quantities critical 

in the calculation are from Reference 13 and the test geometry. They are as follows: 

1. IR glowbar active area (6 mm x 20 mm) (A) . . . . . . . . . . . . . . 120 mm2 

2. IR glowbar 8-J.I.IIl spectral irradiance at a 50-cm distance per 

10-mm2 emitter area ~) . . . . . . . . . . . . . . . . . . . . . . . . . . . 2.4 x 10 -3 mW/cm2-J.I.IIl 

3. illuminator mirror area (a) . . . . . . . . . . . . . . . . . . . . . . . . . 40.32 cm2 

4. illuminating mirror--glowbar separation (r) 13.3 em 

5. Entrance slit area (0.6 mm x 12 mm) 

6. Detector area (1 mm x 1 mm) 

7. Monochromator bandpass . . . . . . . . . . . . . . . . . . . . . . . . . . 0.061 lllD 

8. Combined preamplifier gain 518. 

Noting that the glowbar spectral irradiance is given in terms of a fixed distance of 50 em and a 

10 mm2 emitting area, we must first correct it for the present geometry. The spectral power P m 

incident on the surface of the illuminating mirror at 8 J.11I1 is given by: 

p m = ~ ( A ) (50 em i a 
10 mm2 r 

(A-1) 

or Pm = 16.41 mW/J.UD. The concave mirror in the illuminator provides a 1.8X magnified image of 

the g1owbar on the entrance slit. The size of the glowbar image at the entrance slit becomes 

10.8 x 36 mm, and its area is 388.8 mm.2 The vignetting factor, due to the size of the slit, is the 

ratio of the slit-to-image areas or 0.0185. The spectral power P, through the slit is then the product 

of the incident power on the mirror from Equation A-1, a factor of 0.9 for reflection (10-percent loss 

from the mirror) and the vignetting factor or 0.273 m W /J.UD. 

Once the flux enters the slit, the fraction, following a path which ultimately falls on the 

sensitive portion of the HgCdTe detector, is equal to the ratio of the area of the entrance slit 
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(0.6 mm x 12 mm) to the area of the exposed portion of the detector's active element (0.6 mm x 

1 mm) or 0.0833. The detectable spectral power at 8 J.UD through the entrance slit is thus the product 

of the spectral power through the entrance slit and this fraction or 22.8 J.LW/J.UD. One must now 

consider the dispersive effects of the monochromator. Its bandpass is 0.061 J.UD at 8 J.UD. Accordingly, 

the spectral power occurring within the bandpass is given by the product 22.8 J.LW/J.Lm and 0.061 J.UD 

or 1.39 J.LW. 

The throughput of the monochromator must now be taken into account There are losses 

resulting from the differing focal ratios of the f/3.4 glowbar source illuminator mirror coupling to the 

f/3.7 monochromator mirror (14 percent), in the reflection at each of the four reflecting surfaces within 

the monchromator (10 percent each) and in its reflection from the grating (50 percent at blaze). The 

power surviving the monochromator is 0.39 J.LW. Remembering that the glowbar and fluorescent 

signals are chopped with a square wave that modulates the signal to a 50-percent root mean square 

delivered power, we may conclude that power, which ultimately arrives upon the detector sensitive 

element from the glowbar, is 0.195 J.LW. 

The value given above may be verified by referring to the HgCdTe detector's response to a 

500'X blackbody. Data provided by the detector's manufacturer, EG&G Judson Inc., gives a 

responsivity in this case of 717 V/W. From Figure 4 we fmd that the detector produced 80 mV at 

8 J.UD. After the gain of the preamplifiers and the responsivity are factored in, the power incident on 

the detector becomes 0.215 J.LW--a number that is close to the value above. Since the responsivity at 

8 J.UD is likely to be at least slightly different from the 500° K blackbody value we have used, the 

close agreement is probably somewhat fortuitous, but it gives us confidence in our calibration 

calculation. 

A second method was also used to verify the calibration method. The HgCdTe detector was 

replaced with an Oriel Model 7080 pyroelectric radiometer. Under conditions identical to those used 

in calibration, a power of 0.25 ± 0.1 J.LW was observed at a 3.7-cm distance behind the exit slit. 

Knowing the flux exiting the slit of the monochromator will diverge in a f/3.7 cone, the power value 

measured by the radiometer separated from the exit slit is in sufficient agreement to reinforce our 

calculated value (0.39 J.LW). 
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APPENDIX B: 

CALCULATION OF THE SPECfRAL RADIANCE OF THE 

FLUORESCING GAS 
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In this appendix we shall develop an expression which provides the geometrical connections 

needed to derive a physical property of the fluorescing gas, i.e., its spectral radiance, from 

measurements of the amount of power passing through the monochromator entrance slit. 

The geometry of the fluorescing column illuminated by the laser is given in Figure B-1. Let 

us now make the following identifications: 

P
1 

= The spectral power through the entrance slit of the monochromator in milliwatts/micron 

y = Distance from the center of the viewable portion of the beam to the center of the 
monochromator entrance slit (37.5 nun) 

d = The slit width in millimeters 

b = The beam diameter 

9t., = The volume spectral radiance of the fluorescing gas in milliwatts/microns - steradian -
cubic centimeters 

X0 = The distance from the center of the viewable portion of the beam to its axial extremities 
(11 mm) 

I = The monochromator slit length (12 nun) . 

Consider the viewable portion of the beam (shaded) and a differential segment of its volume located 

at a distance x from its center. The amount of power entering the monochromator slit from a 

differential volume of emitting gas is given by the product of the volume's spectral radiance, the 

volume of that emitting region dV, and the solid angle n the entrance slit subtends as viewed from 

the differential volume or: 

(B-1) 

From Figure B-1, we know dV = 'lt(bfli dx and n = ld I (y + x2) • The total power is obtained by 

integrating over the entire visible column, which by symmetry Can be reduced as follows: 

(B-2) 

51 



U'l 
N 

b 

I 
I 

Smm' 
' r-~ 

IR laser Beam Path 

2x .A 
22m~... I 

----~ 7° angle 
:;,-- --
v ----::-------- J ---=========== 

7' ,, -~---------------------~-----v-----<r--- --------------------- ---(?'/£. - 37 .5mm - -. 

d 

1 
y 

J 
~ 12mm 

Slit length 

Figure B-1. Geometry of the fluorescing column of vapor illuminated by the laser in front of the monochromator slit. 

Slit Width 



The above, of course, uses the approximating assumption that the beam diameter is small compared 

to the beam-slit distance, i.e., that all the flux from the differential volume may be considered to come 

from its center. Introducing the funher approximation that the solid angle subtended by the entrance 

apenure is uniform for all viewable points on the beam, we find the integral becomes: 

ld1tb2 Jxo dx P=9t--
s v 2 ci + x2) 

0 

The above integrand is solvable analytically and has a solution: 

P, = ~ ld1tb2 tan (Xofy) . 
2 

(B-3) 

(B-4) 

When the above equation is inverted to solve for 9tv, and substituting in the appropriate numerical 

values: 

(B-5) 

Note that, in keeping with convention, the expression is mixed mode--that is, the volume is expressed 

in cubic centimeters, and the slit width is given in millimeters. Note further that if the approximations 

used in arriving at Equation B-4 are not used, an exact integral description is still possible. Its 

solution, involving triple integrals, varies by only a few percent from the value above. 
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